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Unpacking Procedure 

We thank you for purchasing the Digital Power Meter “MODEL6300”. 

Please check the contents and instrument before use. 

 Items listed below are included with the standard set:  

1 Main unit MODEL6300 :1 unit 

2 Voltage test lead 
MODEL7141: 1 set 
(red, black, green, blue: 1pce for each) 

3 Power cord MODEL7170: 1pce 

4 USB cord MODEL7148: 1pce 
5 Quick manual 1pce 
6 CD-ROM 1pce 
7 Battery Alkaline size AA battery  LR6: 6pcs 

8 Compact flash card 32MB: 1 pce 

9 Card Reader MODEL 8319 

10 Carrying case  MODEL9125: 1pce  
Optional parts  

11 Clamp sensor Depending on model purchased 

12 
Instruction manual for 
clamp sensor 

1pce for each clamp sensor 

13 Compact flash card 32 / 64 / 128 MB 

14 Carrying case 
 for Main unit  

MODEL9132 

 

1. Main unit 2. Voltage test leads 3. Power cord 4. USB cord 

 

 

10. Carrying case 

 

 

 

 5. Quick manual 6. CD-ROM 7. Batteries 

 

 

  8. Compact flash card 9. Card Reader 
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Optional parts 

11. Clamp sensor 12. Instruction manual for clamp sensor 

(Depending on model purchased) 

 

 

 

13. Compact flash card 

1000A type( 68mm) M-8124 

500A type ( 40mm) M-8125 

200A type ( 40mm) M-8126 

100A type ( 24mm) M-8127 

50A type ( 24mm) M-8128 
 

32MB M-8305 

64MB M-8306 

128MB M-8307 

14. Carrying case for Main unit 

 

 Storage 

Store the items as shown below after use. 

 

 

 

 

 

 

 

 

 

 

 

 In case any of the items listed above are found to be damaged or  

 missing or if the printing is unclear, please contact your local KYORITSU  

 distributor from where the instrument was purchased. 
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Safety warnings 

This instrument has been designed, manufactured and tested according to IEC  

61010: Safety requirements for Electronic Measuring apparatus, and delivered in  

the best condition after passing quality control tests .  

This instruction manual contains warnings and safety rules which have to be  

observed by the user to ensure safe operation of the instrument and to  

maintain it in safe condition. Therefore, read through these operating  

instructions before using the instrument. 

WARNING 

 Read through and understand the instructions contained in this manual before 

 using the instrument. 

 Keep the manual at hand to enable quick reference whenever necessary. 

 The instrument is to be used only in its intended applications. 

 Understand and follow all the safety instructions contained in the manual. 

 Read the enclosed Quick manual after reading this instruction manual. 

 As to the Clamp sensor use, refer to the instruction manual supplied with the  

 sensor.  

It is essential that the above instructions are adhered to. Failure to follow the  

above instructions may cause injury, instrument damage and/or damage to  

equipment under test. 

The symbol   indicated on the instrument, means that the user must refer to the  

related parts in the manual for safe operation of the instrument. It is essential to  

read the instructions wherever the    symbol appears in the manual. 

DANGER  is reserved for conditions and actions that are likely to cause  

serious or fatal injury. 

WARNING is reserved for conditions and actions that can cause serious or  

fatal injury. 

CAUTION is reserved for conditions and actions that can cause injury or  

instrument damage. 
 

DANGER 

 Never make measurement on a circuit in which the electrical potential exceeds 

 AC600V. 

 Do not attempt to make measurement in the presence of flammable gasses.  

 Otherwise, the use of the instrument may cause sparking, which can lead to an 

 explosion. 

 Never attempt to use the instrument if its surface or your hand are wet. 

 Do not exceed the maximum allowable input of any measuring range. 

 Never open the Battery cover and CF card connector cover during a  

 measurement. 

 Verify proper operation on a known source before use or taking action as a  

 result of the indication of the instrument. 
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WARNING 

 Never attempt to make any measurement if any abnormal conditions, such as  

 a broken cover or exposed metal parts are present on the Instrument,  

 Voltage test leads, Power cord and Clamp sensor. 

 Ensure that the Current input terminal cover, USB connector cover and  

 CF card connector cover are closed when not in use during a measurement.  

 Ensure that the CF card connector cover screw is tightened. 

 Do not install substitute parts or make any modification to the instrument.  

 Return the instrument to your local KYORITSU distributor for repair or  

 re-calibration in case of suspected faulty operation. 

 Ensure that the Power cord, Voltage test leads and Clamp sensor are firmly  

 inserted into the terminal. 

 Do not try to replace the batteries if the surface of the instrument is wet. 

 Ensure that the Power cord, Voltage test leads and Clamp sensor are removed  

 from the instrument, and that the instrument is switched off when opening the  

 Battery cover for battery replacement.

 

CAUTION 

 Always set the Function switch to the appropriate position before making  

 measurement. 

 Set the Function switch to the “OFF” position after use and remove the Power  

 cord, Voltage test leads and Clamp sensors. Remove the batteries if the  

 instrument is to be stored and will not be in use for a long period. 

 Do not expose the instrument to direct sunlight, high temperatures, humidity  

 or dew. 

 Use a damp cloth with neutral detergent for cleaning the instrument.  

 Do not use abrasives or solvents. 

 Do not store the instrument if it is wet. 

 

Carefully read and follow the instructions:    DANGER,     WARNING,  

    CAUTION and NOTE, described in each section. 
 

  The following symbols are used in this manual: 

 User must refer to the explanations in the instruction manual. 

 Instrument with double or reinforced insulation, Class II insulation 

~ AC 

 (Functional) Earth terminal 
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1. Instrument overview 

 

This section is an overview of instrument features and functions. This  

instrument is a power clamp meter, and can be used for various wiring  

systems. For example, in a single-phase 2-wire circuit, this instrument can  

measure up to 3 different loads. 

The instrument can measure fundamental electric power factors, namely, 

instantaneous values and integration values. Demand measurement, which is  

vital for energy surveys, is also available. Each data point can be saved to a 

CF (compact flash) card or transferred to a PC via a USB connection. 

 

1-1 Features 

 

 Safety design 

Designed to international safety standard IEC61010. 

 

 Wiring 

  This instrument supports:  

  single-phase 2-wire (1ch), single-phase 2-wire (2ch), single-phase  

  2-wire (3ch), single-phase 3-wire, three-phase 3-wire, three-phase 4-wire. 

 

 Measurement and calculation 

  The MODEL6300 measures and calculates: 

  voltage(RMS), current(RMS), active/ reactive/ apparent power, power factor, 

  frequency, current flowing on the neutral line(only for three-phase 4-wire) 

  active/ reactive/ apparent electrical energy. 

 

 Demand measurement 

  Electricity consumption can be easily monitored so as not to exceed target  

  maximum demand values.  

 

 Saving the measured data 

 Instantaneous values can be saved whenever the      key is pressed.  

 The integration value and demand value can be saved in wide cycle from  

 1 sec. to 1 hour. 

 In addition, max and average instantaneous values can be measured at  

 Integration/ demand measurement cycles. 
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 Power supply 

  This instrument operates either with AC power supply or batteries. 

  In the event of service interruption while the instrument is operating with  

  AC power supply, power to the instrument is automatically restored by the 

  battery set in the instrument. 

  Batteries can also be used for backing up data. 

 Large display 

  Any three measurement parameters can be displayed simultaneously. 

  (e.g. Current, Active power, Power factor) 

 Customizing the display 

  The three displayed parameters can be changed by customizing the display  

  screen. 

 Backlight 

  A backlight function permits viewing the test results in dimly lit areas. 

 Clamp sensor type  

  The instrument takes a wide range of user-friendly clamps. 

 

 Compact design 

Light weight and portable. 

 User friendly set up 

 The setting up of the instrument is relatively easy. 
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Saving data 
 Saving method 
Manual saving 

 Saving point 

key 

 Saving item 
*Instantaneous value
 

 File name 
*CF card 
1F I LE000.CSV 
*Internal memory
1DATA000.CSV 

 W  range  Wh  range  DEMAND  range  SET UP  range 

 

1-2 Functional overview 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

  

 

 

 

 

 

 

* Basic setting 

* Setting for integration measurement

* Setting for demand measurement

* Other settings 

Section 6 

Instantaneous value 

measurement 

OFF 

Measurement start/stop 

* manual operation 

* specifying time & date 

Saving data 
 Saving method 
Automatic saving 

 Saving point 
Integration interval 

 Saving item 
*Instantaneous value (*)
*Integration value 

 
 File name 
*CF card 
2F I LE000.CSV 
*Internal memory 
2DATA000.CSV 

Saving data 
 Saving method 
Automatic saving 

 Saving point 
Demand interval 

 Saving item 
*Instantaneous value (*)
*Integration value 
*Demand value 
 File name 
*CF card 
3F I LE000.CSV 
*Internal memory 

3DATA000.CSV 

ON 

* AC power supply 

* Battery 

Measurement screen Setup screen

 W  range 

Instantaneous value 

(Customizing display) 
 Wh  range 

Integration value  DEMAND  range

Demand value 

Data download 
(USB communication) 

Section 10 Communication 

functions
Saved file 

External settings 
(USB communication) 

Section 10 Communication

functions

 

PC 

Indication 

(*) including max & average values at each interval

key

Additional functions

Section 11 

Other functions 

Section 7 

Integration value  

measurement 

Section 8 

Demand value  

measurement 

Section 4 

Setting 
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1-3 Measurement procedures 

 Measurement flow charts 

Instantaneous value Integration value Demand value 

 

 

Safety warnings 

Turning on the instrument 

Section 3: Preparation for measurement 

Basic setting 

Section 4: Setting 

Wiring 

Section 5: Wiring 

Section 6: Instantaneous
value measurement 

 

Confirming instantaneous value  
Section 6: Instantaneous 
value measurement 

Setting for integration  

measurement 

Section 4: Setting 

Setting for demand  

measurement 

Section 4: Setting 

Integration value measurement 

Section 7: Integration value 

measurement 

Demand value measurement 

Section 7: Demand value 

measurement 
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1-4 Outline of maximum demand measurement concept 

In some countries, large consumers of electricity will usually have a maximum 

demand contract with the power company. Such contract varies from country  

to country. The following is an explanation of a typical Japanese maximum  

demand contract. 
 

 Maximum Demand contract 

In such a contract the electricity tariff rates (i.e. for kWhr units) are based  

upon the consumer’s maximum power demand. The maximum demand is  

the maximum of average powers recorded over a 30min intervals. This is  

measured by the maximum demand meter belonging to the power company. 

 

Let’s assume that a power company has the following applicable rates. 

$2 per KWhr unit for a recorded max demand 300KW during a year 

$4 per KWhr unit for a recorded max demand 500KW during a year 

$5 per KWhr unit for a recorded max demand 600KW during a year 

 

Assuming that the consumer is on the 500kW/year rate (ie. $4), and the  

recorded max demand during a particular day(say 15
th

 January) is 600kW .  

Then the new applicable rate from 1
st
 Febraury onwards will be the  

600kW/year rate (ie. $5) for the next 365 days. If a year later, on February  

1
st
 the recorded maximum demand is 300kW, then the new applicable rates  

will be changed to 300kW/year rate (i.e. $2) for the subsequent 365 days.  

However if during this period, the max demand goes up again, and say  

600kW is recorded on 15
th

 March, the applicable rates change again to the  

600kW/year rate (i.e.$5) for the subsequent 365 days. 

 

 Benefits of maximum demand control 

It is thus important for consumers with such contracts to monitor closely  

fluctuations in their power demand to ensure that their max demand limits  

are not exceeded and thus incur higher tariffs. Maximum Demand control is  

more effective in countries with higher electricity tariffs.  

 

 Status of maximum demand contract 

In the past, in Japan,only consumers whose electricity supply was rated at  

600kW or more used to enter into a demand contract. However, nowadays  

power companies install maximum demand meters at all consumers whose  

supply is rated 70kW or more. 
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 Maximum Demand measurement limitations 

N.B. The readings from power company maximum demand meter and from  

the 6300 will not match completely due to an obvious time-lag difference in  

the start of the integration period (eg.30mins) over which the max demand is  

taken.  
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2. Instrument layout 

 

2-1 Display & keys 

 

 Front view 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Display (LCD)

Keys 

Voltage range 

Current range 

Wiring
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LED status indicator LED lights up:  

During integration/  

Max demand measurement 

 LED fllashes:  

During integration/  

demand stand-by mode 

Function switch: turns on the instrument when it is 

in any position other than OFF. 

 

 Key operations 

 

 

 

 

Keys Details 

START/STOP 

key 
Starts/ Stops integration or demand measurement. 

BACKLIGHT 

key 
Switches on/off the backlight of the LCD. 

Cursor key 

Measurement screen: Switches the display contents. 

Setting screen: Changes selection, number, or 

moves digits. 

ENTER key Confirms entry such as a change to a setting. 

ESC key 
* Cancels a setting 

* Clears integration/ demand value 

DATA HOLD 

key 

* Data hold 
* Key lock 
Pressing this key for at least 2 sec. locks keys. 
Pressing again this key for at least 2 sec. releases  
key lock. 

SAVE key Saves the instantaneous measurement data. 
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 All Marks displayed on the LCD 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

< Marks indicate the measurement status or functions > 

 Displayed when the keys are locked. 

 Displayed when voltage exceeds a certain value. 

 Displayed when current exceeds a certain value. 

 Displayed when instrument is operating with AC power supply. 

 Displayed when instrument if operating with batteries. 

 Displayed when data hold function is activated. 

 Displayed during integration, Flashes during stand-by mode. 

 Displayed during demand, Flashes during stand-by mode. 

 Displayed when the capacity of CF card or internal memory is 

full. 

 Displayed while saving data in CF card. 

 Displayed when opening/ closing a file at measurement. 

 Displayed when saving data. 

 Displayed when a file exists in the internal memory. 

 Displayed when VT ratio is set to at a value other than 1.  

 Displayed when CT ratio is set to at a value other than 1. 

 

Unit Phase 

number 
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<Setting screen: Marks displayed on  SET UP  range depending on each setting.> 

 Displayed on every setting screen. 

“Setting 04” Clamp sensor 

“Setting 05” VT ratio 

“Setting 06” CT ratio 

“Setting 07” Time 

“Setting 08” Buzzer 

“Setting 09” Integration interval 

“Setting 10” Integration start time & date 

“Setting 11” Integration stop time & date 

“Setting 12” Reset of Integration value 

“Setting 13” Demand interval 

“Setting 14” Demand start time & date 

“Setting 15” Demand stop time & date 

“Setting 16” Demand target value 

“Setting 17” Demand inspection cycle 

“Setting 18” Reset of Demand value 

“Setting 19” Use of CF card 
“Setting 20” Formatting CF card 
“Setting 21” Deleting the data in CF card 

“Setting 22” Deleting the data in internal memory  

“Setting 23” System reset 

“Setting 24” Loading settings 

“Setting 25” Saving settings 

< Marks indicate measurement/ setting items on  DEMAND  range.> 

Demand target value 

Demand predicted value 

Present demand value 

Max demand value, and the time and date when it  

was recorded. 

< Other marks> 

Indicates the selected wiring, voltage range and 

current range 

Displayed during data communication via USB. 
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2-2 Connector 

 

 Descriptions 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 Terminals used for measuring each wiring 

 

Wiring 
Voltage  

input terminal 

Current 

input terminal 

Single-phase 2-wire (1ch) 

“1P2W(1ch)“ 
VN-V1 A1 

Single-phase 2-wire (2ch) 

“1P2W(2ch)” 
VN-V1 A1, A2 

Single-phase 2-wire (3ch)  

“1P2W(3ch)” 
VN-V1 A1, A2, A3 

Single-phase 3-wire 

“1P3W” 
VN-V1, VN-V2 A1, A2 

Three-phase 3-wire 

“3P3W” 
VN-V1,  VN-V2 A1, A2 

Three-phase 4-wire 

“3P4W” 

VN-V1,  VN-V2, 

VN-V3 
A1, A2, A3 

 

Current input terminal

(A1, A2, A3) 

Voltage input terminal 

(VN, V1, V2, V3) 

Current input terminal 

cover 

Power connector 
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2-3 CF card/ USB part 

 Descriptions 

 

<When the cover is closed> 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

<When the cover is opened> 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

CF card connector cover USB connector cover 

screw

USB connector

CF card connector 

Eject button 
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3. Preparation for measurement 

This section explains the setting up of the instrument. 

 

3-1 Power cord connection 

 Check the following before connecting the Power cord. 

DANGER 

 Use only the Power cord supplied with this instrument. 

 Connect the Power cord mains plug to a mains socket outlet. The mains supply  

 voltage must not exceed 240V. 

 

WARNING 

 Confirm that the Function switch on the instrument is in the OFF position, and then 

connect the Power cord. 

 Connect the Power cord to the instrument first. Cord to be firmly inserted. 

 Never attempt to make measurement if any abnormal conditions are noted,  

such as a broken cover and exposed metal parts. 

 When the instrument is not in use, disconnect the Power cord from the outlet.  

 When unplugging the cord from the mains socket outlet, do so by removing the  

 plug first and not by pulling the power cord. 

 

 Power cord connection 

Follow the procedure below, and connect the Power cord. 

(1) Confirm that the Function switch on the instrument is in the OFF  

 position. 

(2) Connect the Power cord to the Power connector on the instrument. 

(3) Connect the Power cord plug to a mains socket outlet. 

 

 Power supply rating 

Rated supply voltage: 100 ~ 240VAC 

 (±10%) 

Rated power supply frequency: 45 ~ 65Hz 

Max power consumption: 10VA max 
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3-2 Voltage test leads and Clamp sensor connection 

 

 Check the following before connection. 

DANGER 

 Use the Voltage test leads supplied with this instrument. 

 Use the dedicated clamp sensor for this instrument, and confirm that the measured  

 current rating of the clamp sensor is not exceeded. 

 Do not connect all the Voltage test leads or Clamp sensors unless required for  

 measuring the parameters desired. 

 Connect the test leads and sensors to the instrument first, and only then connect  

 them to the circuit under test. 

 Never disconnect the voltage test leads and sensors whilst the instrument is in use.  

 

WARNING 

 Confirm that the Function switch on the instrument is in the OFF position, and then  

connect the test leads and sensors. 

 Connect the test leads and sensors firmly to the instrument first. 

 Never attempt to make any measurement if any abnormal conditions are noted,  

such as a broken cover and exposed metal parts. 

 

 Voltage test leads and clamp sensor connection 

Follow the procedure below, and connect the Voltage test leads and Clamp 

sensors. 

(1) Confirm that the Function switch on the instrument is in the OFF  

 position. 

(2) Connect the appropriate Voltage test leads to the Voltage input terminal  

on the instrument. 

(3) Connect the appropriate Clamp sensors to the Current input terminal on  

the instrument. 

* Match the direction of arrow marks indicated on the output terminal of the  

 clamp sensor and the mark on the Current input terminal on the instrument. 
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NOTE 

* The number of Voltage test leads and Clamp sensors to be used depend on  

 the wiring configuration to be measured. For further details, refer to  

 “Section  5: Wiring” in this manual. 

 

Match the arrow marks
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3-3 Turning on the instrument 

3-3-1 Start-up screen 

Set the Function switch to any range other than the OFF position turns on the  

instrument. Then following screen appears. 

 

1. All segments on 

All segments are displayed for about 1sec., then the screen switches to  

the MODEL/VERSION screen and being displayed for about 2sec.. 

 
All segments are on MODEL/VERSION screen 
(displayed for about 1sec.) (displayed for about 2sec.) 

 

 

 

 

 

 

 

 
 

2. Display on each range 

The following screen appears, depending on the position of Function  

switch. 

 

 W  range  Wh  range 

 

 

 

 

 

 

 

 
 

 DEMAND  range  SET UP  range 
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3-3-2 Error message 

This instrument automatically checks the internal circuit immediately after it is 

turned on. 

If a suspect failure in the internal circuit is detected, the error screen displayed 

below will be on for about 2sec. just before all segments are displayed on the 

LCD. In this case, refrain from using the instrument and refer to “Section12:  

Troubleshooting” in this manual. 

 

 

 

 

 

 

 

 

 

 

 

 

CAUTION 

Notwithstanding the error screen, the measurement screen will appear and the  

instrument will take measurements anyway. However, the accuracy of reading  

may be affected. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

~
Error code (0 ~ 63) 
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3-3-3 Battery Operation 

This instrument operates either with AC power supply or batteries (typically  

for about 7 hours continuous measurement). When AC power supply is  

interrupted, the instrument operates on the batteries. 
 

WARNING 

Never touch the Power connector, even though it is insulated when the instrument is  

operating with batteries.  
 

Measurement screen on each range switches as follows. 

<AC power supply-operated> <Battery-operated> 

AC power supply mark     is displayed Battery mark      is displayed 

 

 

 

 

 

 

 
 

 Battery condition 

Battery mark varies as follows depending on the battery condition. 

Mark Description 

 About 4 to 7 hours autonomy

 2 to 4 hours autonomy 

 0 to 2 hours autonomy 

NOTE:  

Using the backlight will rapidly  

reduce the battery’s autonomy. 

 

 

 

 

Battery is exhausted.  

(accuracy of readings cannot be guaranteed) 

The following operations should be done not to loose data. 

* During instantaneous value measurement (after a file is  

 opened), close the file and data will be saved. 

* During integration/ max demand measurement stop the  

 measurement and the data will be saved. 

NOTE 
* The batteries are not in the instrument at the time of purchase. Please insert the  

 supplied batteries in the instrument. If the instrument will not be in use for a long  

period, remove the batteries.  

For further details, please refer to “12-2 Battery replacement” in this manual. 

* When the instrument is powered by AC power supply, it doesn’t operate with batteries.  

* If the AC supply is interrupted and the batteries have not been inserted, the instrument  

 goes off and all data is lost. 
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4. Setting 

This section deals with settings for measurement and data saving.  
 

Set the Function switch to  SET UP  range as follows. 
 

 

 

 

 

 

 
 

 
 

 Key operation during Setup 

Keys Details 

START/STOP  

key 
No use 

BACKLIGHT  

key 
Switches on/off the backlight of the LCD. 

 
UP & DOWN 

cursor key 

* To browse through setting items. 

* To change the details of setting items. 

* To change numbers. 

 
LEFT &RIGHT  

cursor key 

* To browse through setting items. 

* To change the value/status of setting items. 

* To select digits. 

ENTER key 

* To select setting items. 

* Press this key on the desired setting item, 

 thus going into the setting change mode. The 

 previous value of that particular setting item 

 will flicker. 

ESC key 

* To cancel settings. Following above step, this 

 key will cancel value selected, restore pre- 

 vious value and exit setting change mode . 

Data hold function is disabled.  
DATA HOLD 

 key 
Pressing this key for at least 2 sec. disables  

all key operations. (except for Backlight switch)

SAVE key No use 
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4-1 List of setting items 

List of setting items on  SET UP  range (25 items in total) 

Item 

No.
Setting item Mark Default value Clause 

01 Wiring - 3P3W 4-3-1 

02 Voltage range - 300V 4-3-2 

03 Current range - 200A 4-3-3 

04 Clamp sensor  500A 4-3-4 

05 VT ratio  1 4-3-5 

06 CT ratio  1.00 4-3-6 

07 Time  - 4-3-7 

08 Buzzer  on 4-3-8 

09 Integration interval  30 min. 4-3-9 

10 Integration start time & date  Time 4-3-10 

11 Integration stop time & date  Time + Interval 4-3-11 

12 Reset of integration value   oFF (not reset) 4-3-12 

13 Demand Interval      30 min. 4-3-13 

14 Demand start time & date  Time 4-3-14 

15 Demand stop time & date  Time + Interval 4-3-15 

16 Demand target value  100kW 4-3-16 

17 Demand inspection cycle  10 min. 4-3-17 

18 Reset of demand value  oFF (not reset) 4-3-18 

19 Use of CF card - 4-3-19 

20 Formatting CF card oFF (not formatted) 4-3-20 

21 Deleting the data in CF card

 

not.dEL (not deleted) 4-3-21 

22
Deleting the data in  

internal memory 
 not.dEL (not deleted) 4-3-22 

23 System reset  oFF (not reset) 4-3-23 

24 Loading settings - 4-3-24 

25 Saving settings 

 

- 4-3-25 

Hereinafter, each setting is called as “Setting XX”. 

NOTE 

* For setting items 12, 18, 20, 21, 22 and 23, previous values are not displayed,  

 and the default value is always effective. Refer to the setting procedure of  

 each setting item. 
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4-2 Classification of setting items 

 

 Basic setting 

These are the basic settings for measurement of instantaneous value, 

integration value and demand value. 

 “Setting 01”    Wiring 

 “Setting 02”    Voltage range 

 “Setting 03”    Current range 

 “Setting 04”    Clamp sensor 

 “Setting 05”    VT ratio (if necessary) 

 “Setting 06”    CT ratio (if necessary) 
 

 Setting only for integration measurement <only at integration value measurement> 

 “Setting 09”    Integration interval 

 “Setting 10”    Integration start time and date  

(To start measurement at the set time and date) 

 “Setting 11”    Integration stop time and date  

(To stop measurement at the set time and date) 

 “Setting 12”    Reset of integration value 
 

 Setting only for demand measurement <only at demand value measurement> 

“Setting 13”    Demand interval 

“Setting 14”    Demand start time and date  

(To start measurement at the set time and date) 

“Setting 15”    Demand stop time and date  

(To stop measurement at the set time and date) 

“Setting 16”    Demand target value 

“Setting 17”    Demand inspection cycle 

“Setting 18”    Reset of demand value 
 

 Setting only for CF card 

“Setting 19”    Use of CF card 

“Setting 20”    Formatting CF card 

“Setting 21”    Deleting the data in CF card 
 

 Others 

“Setting 07”    Time 

“Setting 08”    Buzzer 

“Setting 22”    Deleting the data in internal memory 

“Setting 23”    System reset 

“Setting 24”    Loading settings 

“Setting 25”    Saving settings 
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4-3 Setting procedure of each setting item 

 

NOTE 

During the integration/demand measurement or in stand-by mode, the  

settings can be viewed only for checking and cannot be changed. 
 

(1) Setting item selection screen (hereinafter, called selection screen) 

* Set the Function switch to  SET UP  range. 

* Then selection screen is displayed, and  

“     ” mark and item number appear. 

* When turning on the instrument, setting  

screen for; “Setting 01”: Wiring, is displayed. 

 

(2) Setting Item number selection 

* Press the Cursor key and select the desired  

item number. 

* Item number changes in following sequence. 

 

(3) Changing the value/status of a Setting item 

* Select the item number desired, press the  

 ENTER key to go into setting change mode. 

* When the instrument is in setting change 

mode, the previous set value (or default value) 

will flicker. 

* Press the Cursor key and select the  

 value/status desired. 

* Press the ENTER key to confirm the selection. 
 

(4) Selection cancellation 

* Following step (3) above, press the Esc key. This will cancel  

 value/status selected, restore the previous values and exit setting  

 change mode. 

Item number 

Setting01 Setting02 Setting24 Setting25 • • •
or

or
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4-3-1 “Setting 01” Wiring 

 

Setting item 

1P2W(1ch) : Single-phase 2-wire (1ch) 

1P2W(2ch) : Single-phase 2-wire (2ch) 

1P2W(3ch) : Single-phase 2-wire (3ch) 

1P3W : Single-phase 3-wire 

3P3W : Three-phase 3-wire 

3P4W : Three-phase 4-wire 

Default value  3P3W 

 

* Using the Cursor key whilst in the selection screen, select “Setting 01”.  

* Press the ENTER key to enter setting change mode.  

* Previous setting (or default value: 3P3W) flickers. Select the desired wiring  

 configuration with the Cursor key, and then press the ENTER key. 

 

 

 

 

 

 

 

 

 

1P2W(1ch)

1P2W(2ch)1P2W(3ch)1P3W 

3P3W 3P4W

or 

or 
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4-3-2 “Setting 02” Voltage range 

 

Setting item 150V/ 300V/ 600V 

Default value 300V 

 

* Using the Cursor key whilst in the selection screen, select “Setting 02”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting (or default value: 300V) flickers. Select the desired voltage  

 range with the Cursor key, and then press the ENTER key. 

 

150V 300V 600V 
or

or
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4-3-3 “Setting 03” Current range 

 

Current range varies depending on the selected Clamp sensor which is done  

at “Setting 04” in the next section. 

Clamp sensor “Setting 04”  Current range 

 50A  (M-8128) 5A / 10A / 20A / 50A 

 100A (M-8127) 10A / 20A / 50A / 100A 

 200A (M-8126) 20A / 50A / 100A / 200A 

 500A (M-8125) 50A / 100A / 200A / 500A 

 1000A (M-8124) 100A / 200A / 500A / 1000A 

 3000A 1000A / 3000A (*) 

Default value 200A 

* On 3000A range, CT ratio (“Setting 06”) has been set to 3.00. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 03”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting(or default value) flickers. Select the desired current range  

 with the Cursor key, and then press the ENTER key. 

 

<When 500A type of clamp sensor is selected at “Setting 04”> 

NOTE 

* When the clamp sensor (“Setting 04”) is changed, the current range will  

 also change accordingly. 

* When the Clamp sensor in use is different from the setting for the sensor  

 made at “Setting 04”, readings obtained are not correct. 

50A 100A 500A200A
or 

or 
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4-3-4 “Setting 04” Clamp sensor 

 

Current range (“Setting 03”) varies depending on the selected  

clamp sensor. 

Clamp sensor Current range (“Setting 03”) 

 50A  (M-8128) 5A / 10A / 20A / 50A 

 100A (M-8127) 10A / 20A / 50A / 100A 

 200A (M-8126) 20A / 50A / 100A / 200A 

 500A (M-8125) 50A / 100A / 200A / 500A 

 1000A (M-8124) 100A / 200A / 500A / 1000A 

 3000A 1000A / 3000A 

Default value 500A 

 

* Using the Cursor key whilst in the selection screen, select “Setting 04”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting (or default value) flickers. Select the desired clamp sensor  

 with the Cursor key, and then press the ENTER key. 

 

NOTE 

* When the clamp sensor (“Setting 04”) is changed, the current range will  

 also change accordingly. 

* When the Clamp sensor in use is different from the setting for the sensor  

 made at “Setting 04”, readings obtained are not correct. 

* The whole range of Clamp sensors is not yet available. For more information, 

 please contact your local KYORITSU distributor. 

50A 100A

500A 

200A 

1000A3000A

or

or
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4-3-5 “Setting 05” VT ratio 

 

For the detailed information about VT ratio, refer to “5-3 VT/CT” in  

this manual. 

Setting range 1 ~ 10000 

Default value  1 

 

* Using the Cursor key whilst in the selection screen, select “Setting 05”.  

* Press the ENTER key to enter setting change mode. 

* The rightmost digit of previous setting (or default value: 00001) flickers.  

* Change the number with the Cursor key, and then press the ENTER key. 

 

 

 

 

 

Function of Cursor keys 

 To select the desired digit. 

 To change the value of selected digit. 

 

When VT ratio is set to other than 1, “     ” mark appears on each 

measurement screen. 

 

NOTE 

* When 0 is set as a VT ratio, it is automatically changed to 1. 

In case that a value of 10000 or more is set, it is automatically changed to  

10000. 

* If a value cannot be set as a VT ratio, a message “           ” is displayed  

on the LCD, and the value returns to the previous set value. 

 

(Voltage range “Setting 02”) x 120% x (Current range “Setting 03”) x 120%  

x (VT ratio ) x (CT ratio “Setting 06”) > 9999G (G=10
9
) 
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4-3-6 “Setting 06” CT ratio 

 

For the detailed information about CT ratio, refer to “5-3 VT/CT” in  

this manual. 

Setting range 1.00 ~ 10000.0 

Default value  1.00 

 

* Using the Cursor key whilst in the selection screen, select “Setting 06”.  

* Press the ENTER key to enter setting change mode. 

* The rightmost digit of previous setting (or default value: 1.00) flickers.  

* Change the number with the Cursor key, and then press the ENTER key. 

 

 

 

Function of Cursor keys 

 To select the desired digit.  

 To change the value of selected digit. 

 

When CT ratio is set to other than 1.00, “     ” mark appears on each 

measurement screen. 

 

NOTE 

* When a value between 0.00 ~ 0.99 is set as a CT ratio, it is automatically  

 changed to 1.00. In case that a value of 10000 or more is set, it is  

 automatically changed to 10000. 

* When the 3000A clamp sensor is selected at “Setting 04”, and Current range  

 is set to 3000A at “Setting 03”, the CT ratio should be set to 3.00. 

* If the setting of Clamp sensor (“Setting 04”) is changed after setting the CT  

 ratio, the CT ratio automatically returns to 1.00. 

* If a value cannot be set as a CT ratio. A message “          ” is displayed on 

 the LCD, and the value returns to the previous set value. 

 

(Voltage range “Setting 02”) x 120% x (Current range “Setting 03”) x 120%  

x (VT ratio “Setting 05”) x (CT ratio)> 9999G (G=10
9
) 
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4-3-7 “Setting 07” Time

* Using the Cursor key whilst in the selection screen, select “Setting 07”.  

* Press the ENTER key to enter setting change mode. 

* Then minute flickers as shown. Select the date/time parameter desired with  

 Left & Right Cursor key and modify it with Up & Down Cursor key.  

* Then press the ENTER key. 

Time parameter Setting range 

second Cannot be set (*1) 

minute 00 ~ 59 

hour 00 ~ 23 

day 01 ~ 31 (*2) 

month 01 ~ 12 

 

 

 

 

 

 

year 00 ~ 99 (*3) 

 

(*1) It is automatically set to 00.  

(*2) If a date outside this range is selected, it will be automatically changed 

 to 01. 

(*3) Only the last 2 digits are set. (e.g. 2004  04) 

 

Function of Cursor keys 

 To select a time parameter subject to change. 

 To change the number of selected time parameter.

 

 

 

Year Month Day 

Hour Minute Second 

 Year   Month  Hour  Day  Minute 
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4-3-8 “Setting 08” Buzzer

* Using the Cursor key whilst in the selection screen, select “Setting 08”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting (or default value: on) flickers. Press the Cursor key to  

 select on (sound) or oFF(no sound).  

* Then press the ENTER key. 

 

 any of
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4-3-9 “Setting 09” Integration interval

The Integration interval is a preset period of time. Each time this interval  

elapses, the data measured (in integration mode) during that interval, is  

saved into the CF card or the internal memory. 

 

Setting time 

1/ 2/ 5/ 10/ 15/ 20/ 30 sec. 

1/ 2/ 5/ 10/ 15/ 20/ 30 min. 

1 hour 

Default value 30 min. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 09”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting (or default value: 30 min.) flickers. Press the Cursor key  

 to select any desired interval.  

* Then press the ENTER key. 

Hour Minute Second
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4-3-10 “Setting 10” Integration start time and date

 

* Using the Cursor key whilst in the selection screen, select “Setting 10”.  

* Press the ENTER key to enter setting change mode. 

* The current time and date plus 1 min. are displayed on the LCD, and the  

 seconds digit will flicker.  

* Change the time with the Cursor key, and then press the ENTER key.  

 

Time parameter Setting range 

second 00 ~ 59 

minute 00 ~ 59 

hour 00 ~ 23 

day 01 ~ 31 (*1) 

month 01 ~ 12 

 

 

 

 

 

 

year 00 ~ 99 (*2) 
 

(*1) If a date outside this range is selected, a message “          ” is  

 displayed and it automatically changed to 00. 

(*2) Only the last 2 digits are set. (e.g. 2004  04) 

Function of Cursor keys 

 To select the desired time parameter.  

 To change the value of selected time parameter. 

NOTE 

* Although the Start time can be set in the past, integration measurement only  

 starts upon pressing the STRAT/STOP key on  Wh  range.  

 For more detailed information, please refer to “Section 7:Integration value  

 measurement” in this manual. 

 

Month

Hour Minute Second

Year Day

 Year  Month

 Hour  

 Day  

 Minute  Second
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4-3-11 “Setting 11” Integration stop time and date 

 

 

* Using the Cursor key whilst in the selection screen, select “Setting 11”.  

* Press the ENTER key to enter setting change mode.  

* Time and date; Integration start time and date (“Setting 10”) plus Integration 

 interval (“Setting 09”), are displayed on the LCD, and second digits flicker.  

 * Change the time with the Cursor key, and then press the ENTER key. 

 

 

For further details, refer to Integration start time and date (“Setting 10”) in  

this manual. 

 

NOTE 

* The period between start and stop time of integration measurement can be  

 set to a shorter time than the integration interval(“Setting 09”). However, the  

 measured data will not be recorded. 
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4-3-12 “Setting 12” Reset of integration value 

 

 

The integration value (i.e. counters) can be reset as follows. 

* Using the Cursor key whilst in the selection screen, select “Setting 12”.  

* Press the ENTER key to enter setting change mode. 

* On the LCD, “oFF”(not reset) will flicker. Then change it to “on”(reset) with 

Cursor key.  

* Then press the ENTER key. 

 

NOTE 

* This setting is also available on  Wh  range. 

For further details, refer to “Section 7: Integration value measurement”  

in this manual.  

* The default value is always “oFF”.

any of
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4-3-13 “Setting 13” Demand interval 

 

 

The demand interval is a preset period of time. Each time this interval elapses, 

the data measured (in demand mode) during that interval, is saved into the CF 

card or the internal memory. 

Setting time 

1/ 2/ 5/ 10/ 15/ 20/ 30 sec. 

1/ 2/ 5/ 10/ 15/ 20/ 30 min. 

1 hour 

Default value 30 min. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 13”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting (or default value: 30 min.) flickers. Press the Cursor key to  

 select any desired interval.  

* Then press the ENTER key. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Hour Minute Second
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4-3-14 “Setting 14 Demand start time and date 

 

 

* Using the Cursor key whilst in the selection screen, select “Setting 14”. 

* Press the ENTER key to enter setting change mode. 

* The current time and date plus 1 min. are displayed on the LCD, and the  

 seconds digit will flicker.  

* Change the time with the Cursor key, and then press the ENTER key. 

 

Time parameter Setting range 

second 00 ~ 59 

minute 00 ~ 59 

hour 00 ~ 23 

day 01 ~ 31 (*1) 

month 01 ~ 12 

 

 

 

 

 

 
year 00 ~ 99 (*2) 

 

(*1) If a date outside this range is selected, a message “          ” is  

 displayed and it automatically changed to 00. 

(*2) Only the last 2 digits are set. (e.g. 2004  04) 

 

 

 

 

 

 

 

 

 

 

 

Function of Cursor keys 

 To select the desired time parameter.  

 To change the value of selected time parameter. 

 

 

Month

Hour Minute Second

Year Day

 Year  Month

 Hour  

 Day  

 Minute  Second
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4-3-15 “Setting 15” Demand stop time and date 

. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 15”.  

* Press the ENTER key to enter setting change mode. 

* Time and date; demand start time and date (“Setting 14”) plus demand  

 interval (“Setting 13”) are displayed on the LCD, and the seconds digit will  

 flicker.  

* Change the time with the Cursor key, and then press the ENTER key. 

 

 

 

 

 

 

 

For further details, refer to demand start time and date (“Setting 14”) in this  

manual. 

 

NOTE 

* The period between start and stop time of demand measurement can be  

  set to a shorter time than the demand interval(“Setting 13”). However, the  

 measured data will not be recorded. 
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4-3-16 “Setting 16” Demand target value 

 

 

For further details about demand target value, refer to “Section 8: Demand  

value measurement” in this manual. Target value can be set between  

0.1W and 999.9GW. 

 

0.1 ~ 999.9 W 

0.1 ~ 999.9 kW

0.1 ~ 999.9 MW

Demand target value 

0.1 ~ 999.9 GW

Default value 100.0kW 

 

* Using the Cursor key whilst in the selection screen, select “Setting 16”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting (or default value: 100.0kW) flickers. Press the Cursor key to 

 set any desired value and unit.  

* Then press the ENTER key. 

 

 

 

 

 

 

 

 

 

Function of Cursor keys 

 To select the desired digit or unit parameter. 

 To change the value of selected digit or unit. 

 

NOTE 

* When the target value is set to 0, it is automatically changed into 100.0. 
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4-3-17 “Setting 17” Demand inspection cycle 

 

 

For further information on Demand inspection cycle, refer to  

“Section 8: Demand measurement” in this manual. 

Depending on the demand interval chosen, at “Setting 13”, the inspection  

cycle can be set as follows. 

 

Demand interval 

(“Setting 13”) 
Inspection cycle 

1 sec./ 2 sec./ 5 sec. Cannot be set. 

10 sec. 1 sec./ 2 sec./ 5 sec. 

15 sec. 2 sec./ 5 sec./ 10 sec. 

20 sec. 5 sec./ 10 sec./ 15 sec. 

30 sec. 10 sec./ 15 sec./ 20 sec. 

1 min. 15 sec./ 20 sec./ 30 sec. 

2 min. 20 sec./ 30 sec./ 1 min. 

5 min. 30 sec./ 1 min./ 2 min. 

10 min. 1 min./ 2 min./ 5min. 

15 min. 2 min./ 5min./ 10 min. 

20 min. 5min./ 10 min./ 15 min. 

30 min. 10 min./ 15 min./ 20 min. 

1 hour 15 min./ 20 min./ 30min. 

Default value 10 min. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 17”.  

* Press the ENTER key to enter setting change mode. 

* Previous setting (or default value: 10 min.) flickers. Press the Cursor key,  

 and select the desired cycle. Then press the ENTER key. 
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4-3-18 “Setting 18” Reset of demand value 

 

 

The demand (target / value measurement) value recorded in a previous  

demand measurement can be reset as follows. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 18”.  

* Press the ENTER key to enter setting change mode. 

* On the LCD, “oFF”(not reset) will flicker. Then change it to “on”(reset) with  

Cursor key, and press the ENTER key. 

 

 

NOTE 

* This setting is also available on  DEMAND  range. 

 For more detailed information, refer to “Section 8: Demand value 

 measurement” in this manual.  

* When the demand value is reset, the integration value will be also reset.  

* The default value is always “oFF”. 

any of
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4-3-19 “Setting 19” Use of CF card 

 

For the detailed information about CF card, refer to “Section 9: CF card/  

Internal memory” in this manual. 
 

 

 

 

 

 

 

* Using the Cursor key whilst in the selection screen, select “Setting 19”.  

* Press the ENTER key to enter setting change mode. 

 

<With the CF card placed in the instrument> 

* “rEC.on” is displayed on LCD. [“on” (when using a CF card) will flicker] 

* Notwithstanding the presence of the CFcard, if the data is to be saved to  

 the internal memory, press Cursor key to change the indication into “oFF”. 

 (“oFF”:i.e. not using a CF card). Otherwise this step is to be ignored. 

* Then press the ENTER key. 

 

<Without CF card > 

* “rEC.oFF” is displayed on LCD (“oFF” will flicker). This cannot be altered.  

 The measured data is automatically saved to the internal memory. 

 

NOTE 

* The instrument automatically identifies a CF card when it is turned on.  

* If necessary, check the condition of the CF card on other hardware.  

* Refer to the CF card instruction manual for further details on the card. 

 

 

 

CAUTION 

Always set the Function switch to the OFF position before inserting/  

removing a CF card. If a CF card is inserted/removed with the instrument 

on, saved data may be lost or instrument may be damaged. 

any of 
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4-3-20 “Setting 20” Formatting CF card 

 

A new CF card has to be formatted before use. 

For the detailed information about the CF card, refer to “Section 9: CF card/  

Internal memory” in this manual. 

 

 

 

 
 
 

* Confirm that the Function switch is in the OFF position, and insert the CF  

 card into the CF card connector of the instrument. 

* Set the Function switch to  SET UP  range. 

* Using the Cursor key whilst in the selection screen, select “Setting 20”.  

* Press the ENTER key to enter setting change mode. 

* The message “oFF”(i.e. not formatted) will flicker. Change it to  

 “on”(formatted) with the Cursor key. If the CF card is not inserted, it cannot   

 be set to “on”. 

 

 

 

 

 

 

 

 

 

On pressing the ENTER key, formatting will start. Formatting takes a few  

seconds. After formatting is complete, a message “InIt. FInISh” is displayed  

on the LCD. 

 

 

 

 

 

 

 

 

 

CAUTION 

Always set the Function switch to the OFF position before inserting/ 

removing a CF card. If a CF card is inserted/removed while the instrument  

is on, saved data may be lost or the instrument may be damaged. 

any of
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NOTE 

* All data in the CF card will be deleted after formatting. 

* The instrument automatically identifies a CF card when it is turned on. 

* The default value is always “oFF” (not formatted). 

* If necessary, check the condition of the CF card on other hardware.  

* Refer to the CF card instruction manual for further details on the card. 
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4-3-21 “Setting 21” Deleting the data in CF card 

 

 

For further detailed information on the CF card, refer to “Section 9: CF card/ 

Internal memory” in this manual. 

 

 

 

 

 

 

* Confirm that the Function switch is in the OFF position, and insert the CF  

card into the CF card connector of the instrument. 

* Set the Function switch to  SET UP  range. 

* Using the Cursor key whilst in the selection screen, select “Setting 21”.  

* Press the ENTER key to enter setting change mode. 

* The message “not.dEL”(not deleted) will flicker. Change it to “dEL”(deleted)  

 with the Cursor key. If the CF card is not inserted, it cannot be set to “on”. 

 

* When pressing the ENTER key, the data is deleted. It takes a few minutes to 

delete the data. 

 

 

 

 

 

 

 

 

NOTE 

* The instrument automatically identifies a CF card when it is turned on. 

* The default value is always “not.dEL”.  

* If necessary, check the condition of the CF card on other hardware.  

* Refer to the CF card instruction manual for further details on the card. 

 

 

 

 

 

 

CAUTION 

Set the Function switch to OFF position before inserting/removing  

the CF card. If a CF card is inserted/removed while the instrument is on,  

saved data may be lost or the instrument may be damaged.

any of
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4-3-22 “Setting 22” Deleting the data in internal memory 

 

 

For further information on the internal memory, refer to “Section 9: CF card /  

Internal memory” in this manual. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 22”.  

* Press the ENTER key to enter setting change mode. 

* The message “not.dEL”(not deleted) will flicker. Change it to “dEL”(deleted)  

 with Cursor key.  

* When pressing the ENTER key, the data is deleted. 

 

 

 

 

 

 

 

 

 

NOTE 

* The default value is always “not.dEL”. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

any of 
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4-3-23 “Setting 23” System reset 

 

 

For further details about system reset, refer to “Section 11: Other  

functions” in this manual. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 23”.  

* Press the ENTER key to enter setting change mode. 

* The message “oFF”(not reset) will flicker. Change it to “on”(reset) with Cursor 

key. 

* When pressing the ENTER key again, system is reset. 

 

 

 

 

 

 

 

 

 

 

NOTE 

* The default value is always “oFF”. 

any of



4. 29 MODEL6300

Section 4 Setting MODEL6300

 

4-3-24 “Setting 24” Loading settings 

 

 

This sections explains the loading procedure of settings saved at “Setting 25” 

explained in section 4-3-25. 

* Using the Cursor key whilst in the selection screen, select “Setting 24”.  

* Press the ENTER key to enter setting change mode 

* Select a tag from 01 and 20 with Cursor key.  

* Then press the ENTER key. 

 

 

 

 

 

 

 

 

 

NOTE 

* When loading a Tag which has not been previously created at “Setting 25”,  

 the value of each of the seven setting items (listed in the table on the next  

 page) returns to default value. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Tag 
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4-3-25 “Setting 25” Saving settings 

 

 

This instrument can memorize and recall the user’s preferred values for the 

seven setting items listed below after inputting and saving the required values 

in each of the listed seven settings. 

 

* Using the Cursor key whilst in the selection screen, select “Setting 25”.  

* Press the ENTER key to enter setting change mode. 

* Assign a tag from 01 and 20 with Cursor key. 

* Then press the ENTER key. 

* When required, the “tagged” settings may be loaded from “Setting 24”. 

 Available Tags: 01 ~ 20 

 

Setting Item number 

Setting 01 Wiring 

Setting 02 Voltage range 

Setting 03 Current range 

Setting 04 Clamp sensor 

Setting 05 VT ratio 

Setting 06 CT ratio 

Setting 08 Buzzer 

 

 

NOTE 

* When assigning a tag, the last inputted setting values always overwrite the  

 previous values. 

* Tags can be selected from 01 and 20. 

* All tags will return to the default values after system reset. 

Tag 



5. 1 MODEL6300

Section 5 Wiring MODEL6300

Arrow mark: Points  

towards load side. 

Load 

Source 

 

5. Wiring configurations 

 

5-1 Important Preliminary checks 

DANGER 
 Do not make measurements on a circuit in which the electrical potential exceeds  

 AC600V. 

 Connect the Power cord to a socket outlet. Never connect it to the socket outlet of  

 AC240V or more. 

 The Clamp sensor, Voltage test leads and Power cord are to be connected to the  

 instrument first. 

 The Voltage test leads or Clamp sensors should not be connected to the input  

 terminals of the instrument if not required for measurement. 

 The instrument should always be connected on the downstream side of a circuit  

 breaker, which is safer than the upstream side.  

 Do not open-circuit the secondary side of a supplementary CT while it is energized  

 because of the high voltage generated at the secondary side terminals. 

 Be careful to avoid short-circuiting the power line with the un-insulated part of the  

 voltage test probes during the setting up of the instrument. Transformer jaw tips are  

 designed in such a way to avoid short-circuiting. If the circuit under test has exposed  

 conductive parts, extra care should be taken to minimize the possibility of shorting. 

 

WARNING 

 To avoid possible electric shock and short-circuit, always turn off the line under test  

 when setting up the instrument. 

 Do not touch the un-insulated tip of Voltage test probes. The use of safety insulted  

 gloves is recommended. 

 

 Clamp sensor direction for correct measurement: 

Ensure that the arrow mark on the clamp sensor points towards to  

load side. 
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5-2 Basic wiring configurations 

 

 Wiring method for single-phase 2-wire (1ch) “1P2W (1ch)” 

 

 

 

 

 

 

 

 

 

 Wiring method for single-phase 2-wire (2ch) “1P2W (2ch)” 

 

 

 

 

 

 

 

 

 

 

 

 Wiring method for single-phase 2-wire (3ch) “1P2W (3ch)” 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

VN V1 A1

N

L

Load Sourc

VN V1 A3A2

N

L

Load

Load

Load 

A1

Sourc

VN V1 A2A1

N

L

Load

Load

Sourc

Source

Source

Source



5. 3 MODEL6300

Section 5 Wiring MODEL6300

 

 Wiring method for single-phase 3-wire “1P3W” 

 

 

 

 

 

 

 

 

 

 

 

 

 Wiring method for three-phase 3-wire “3P3W” 

 

 

 

 

 

 

 

 

 

 

 

 

 Wiring method for three-phase 4-wire “3P4W” 

 

 

 

 

 

 

 

 

 

 

 

 

 

 VN V1 A2A1

N

L2

Load Source

V2 

L1

VN V1 A2A1

L2

L3

Load Source

V2 

L1

VN V1 A3A2

L2

L3

V2 

L1

Source 

N

V3 A1

Load 
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5-3 Using supplementary VT/ CT’s (not supplied with the instrument)  

 

DANGER 
 Never make measurement on a circuit in which electrical potential exceeds  

 AC600V. 

 Connect the Power cord to a socket outlet. Never connect it to the socket outlet of  

 AC240V or more. 

 This instrument must be used on the secondary side of VT(transformer) and  

 CT(current transformer). 

 Do not open-circuit the secondary side of a supplementary CT while it is energized  

 because of the high voltage generated at the secondary side terminals. 

 

CAUTION 
 When a VT or CT is used the measurement accuracy is not guaranteed due to  

 several factors namely phase characteristics and VT/CT accuracies. 
 

The use of supplementary VT/CT’s may be required if the voltage/current  

values of the circuit under test fall outside the instrument measuring range.  

In this case the value at the primary side of circuit can be obtained directly  

by measuring the secondary side with appropriate an VT or CT installed in  

the line under test as follows. 
 

<Example of single-phase 2-wire (1ch) “1P2W(1ch)”> 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

In this case, set the actual ratio of VT and CT to be used. 

* VT ratio:  “Setting 05” 

* CT ratio:  “Setting 06” 

VN V1 A1

N

L

Source Load 

VT CT

i
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6. Instantaneous value measurement 

Set the Function switch to  W  range. 

 

 

 

 

 

 

 

 

During Inst. value measurement, if the Function switch is set to a position  

other than  W , it results in the following; 

 Wh  range : No effect 

 DEMAND  range : No effect 

 SET UP  range : Change/ Confirm the settings 

(see “Section 4: Settings”) 

 

 Indications 

Measurement/Calculation parameter Unit

Voltage (RMS) Vi : Voltage per phase(V1,V2,V3) V 

Current (RMS) Ai : Current per phase(A1,A2,A3) A 

Active power P : Total active power Pi : Active power per phase 

Polarity: (no mark) consumption,  - (minus) regenerating 
W 

Reactive power Q : Total reactive power Qi : Reactive power per phase 

Polarity: (no mark) phase lag,  - (minus) phase lead 
Var

Apparent power S : Total apparent power Si : Apparent power per phase VA

Power factor 

(cos ) 

PF : Power factor of whole system Pfi : Power factor per phase 

Polarity:(no mark) phase lag, - (minus) phase lead 
PF

Frequency f : Frequency of V1 Hz

Neutral current In : neutral current (only at three-phase 4-wire) An

i = 1, 2, 3 

Displayed parameters can be changed according to needs. 

Refer to “6-3 Customizing display” in this manual. 

 

NOTE 

* Above parameters vary depending on each wiring configuration. 

* If V1 is out of measuring range, other parameters may not be measured or  

 calculated. 

* The chosen units for the power factor and neutral current are arbitrary. 
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 Prior to making a measurement 
 

Ensuring your safety See “Safety warnings”. 

 

 

Turning on the instrument 
See “Section 3:  

Preparation for measurement”. 

 

 

Basic settings See “Section 4: Settings”. 

 

 

Wiring See “Section 5: Wiring”. 

 

 

Instantaneous value 

measurement 
 

 

 Basic settings 

“Setting 01” Wiring 

“Setting 02”  Voltage range 

“Setting 03”  Current range 

“Setting 04”  Clamp sensor 

“Setting 05”  VT ratio (if necessary) 

“Setting 06”  CT ratio (if necessary) 
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 Keys 

 

Key Description 

 

START/STOP key No use 

 
BACKLIGHT key Switches on/off the backlight of the LCD. 

 
UP cursor key 

DOWN cursor key 

Changes the display contents. 

Selects the row to be changed while in custom  

display mode. 

 
LEFT cursor key 

RIGHT cursor key 

Changes the display contents. 

Selects the parameter (V, A etc.) to be displayed 

while in custom display mode 

 
ENTER key 

Selects/ Enters custom display mode. 

Confirms the deletion of a file in the internal  

memory. 

 
ESC key Cancels a setting in custom display mode. 

Holds the indicated value on the LCD.  

DATA HOLD key Pressing this key for at least 2 sec. disables all  

key operations to prevent operation mistake  

during a measurement. 

 
SAVE key Saves the measured data. 

 

 Indication at no input 

When no voltage and current are input, indication on the LCD will be as  

follows. Refer to “6-5-2 Over-range indication/ Bar indication” in this  

manual. 
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* For further details about Screen 1-A, 

refer to “6-2 Switching the display 

screen” in this manual. 

 

6-1 Wiring Configuration display screen 

The start-up screens (or the screen after system reset) corresponding to each  

wiring configuration are listed below. 

 

When turning the Function switch from “OFF” to  W  range, the following  

measurement screen appears. 

 

 

Screen 1-A (*) 

  Screen A

Upper V 

Middle A Screen 1

Lower P 

 

 

 

 

 Single-phase 2-wire (1ch) “1P2W (1ch)” (9 screens) 

  Screen A Screen B Screen C Screen D Screen E Screen F Screen G 

Upper V 

Middle A Screen 1 

Lower P 

- - - - - - 

Upper P 

Middle S Screen 2 

Lower PF 

- - - - - - 

Upper V A P PF S Q f 

Middle - - - - - - - Screen 3 

Lower - - - - - - - 

 

 Single-phase 2-wire (2ch) “1P2W (2ch)” (13 screens) 

  Screen A Screen B Screen C Screen D Screen E Screen F Screen G 

Upper V V V 

Middle A A1 A2 Screen 1 

Lower P P1 P2 

- - - - 

Upper P P1 P2 

Middle S S1 S2 Screen 2 

Lower PF PF1 PF2 

- - - - 

Upper V A1 P1 PF1 S1 Q1 f 

Middle - A2 P2 PF2 S2 Q2 - Screen 3 

Lower - - - - - - - 

Upper : V 

Middle : A 

Lower : P 

e.g. Three-phase 4-wire (Screen 1-A) 
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 Single-phase 2-wire (3ch) “1P2W (3ch)”(15 screens) 

  Screen A Screen B Screen C Screen D Screen E Screen F Screen G

Upper V V V V 

Middle A A1 A2 A3 Screen 1 

Lower P P1 P2 P3 

- - - 

Upper P P1 P2 P3 

Middle S S1 S2 S3 Screen 2 

Lower PF PF1 PF2 PF3 

- - - 

Upper V A1 P1 PF1 S1 Q1 f 

Middle - A2 P2 PF2 S2 Q2 - Screen 3 

Lower - A3 P3 PF3 S3 Q3 - 

 

 Single-phase 3-wire “1P3W”, Three-phase 3-wire “3P3W” (13 screens) 

  Screen A Screen B Screen C Screen D Screen E Screen F Screen G

Upper V V1 V2 

Middle A A1 A2 Screen 1 

Lower P P1 P2 

- - - - 

Upper P P1 P2 

Middle S S1 S2 Screen 2 

Lower PF PF1 PF2 

- - - - 

Upper V1 A1 P1 PF1 S1 Q1 f 

Middle V2 A2 P2 PF2 S2 Q2 - Screen 3 

Lower - - - - - - - 

 

 Three-phase 4-wire “3P4W” (15 screens) 

  Screen A Screen B Screen C Screen D Screen E Screen F Screen G

Upper V V1 V2 V3 

Middle A A1 A2 A3 Screen 1 

Lower P P1 P2 P3 

- - - 

Upper P P1 P2 P3 

Middle S S1 S2 S3 Screen 2 

Lower PF PF1 PF2 PF3 

- - - 

Upper V1 A1 P1 PF1 S1 Q1 f 

Middle V2 A2 P2 PF2 S2 Q2 In Screen 3 

Lower V3 A3 P3 PF3 S3 Q3 - 

 

NOTE 

* Parameters on each screen can be changed. 

 Refer to “6-3 Customizing the display” in this manual. 
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6-2 Selecting/changing the display screen  

 

The display screens are classified as follows. Following table is also used in  

section “6-3 Customizing the display”.  

 

 Screen A Screen B Screen C Screen D Screen E Screen F Screen G 

Screen 1 
Screen 

1-A 

Screen 

1-B 

Screen 

1-C 

Screen 

1-D 
   

Screen 2 
Screen 

2-A 

Screen 

2-B 

Screen 

2-C 

Screen 

2-D 
   

Screen 3 
Screen 

3-A 

Screen 

3-B 

Screen 

3-C 

Screen 

3-D 

Screen 

3-E 

Screen 

3-F 

Screen  

3-G 

* In case of single-phase 2-wire (1ch), the following screens do not appear: 

1-B, 1-C, 1-D, 2-B, 2-C, 2-D 

* In case of single-phase 2-wire (2ch), single-phase 3-wire and 

three-phase 3-wire, the following screens do not appear: 

1-D and 2-D 

 

 Selecting the display screens 

Upon turning the Function Switch from “OFF” to  W  range, Screen 1-A  

is displayed. Use the Cursor keys to select other screens. 
 

Selects from Screen A to G. 

Selects from Screen 1 to 3.

 

NOTE 

Turning off the instrument or changing the wiring configuration (“Setting 01”)  

on  SET UP  range returns screen 1-A. 
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 Selecting display screens 

Screen 1-B Screen 1-C Screen 1-D

Screen 2-B Screen 2-C Screen 2-D

Screen 3-B 

Screen 3-C

• • •
Screen 3-F

Screen 3-G

Screen 1-A

Screen 2-A

Screen 3-A

Screen 1-A

Screen3-A

Screen 1-A

Screen 2-D 

Screen 3-G 

Screen 2-A

Screen 3-A

Screen 1-D 
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Screen 2-A

Screen 3-A

Screen 1-BScreen 1-A

P2

S2

PF2

S1

S2

S3

Screen 3-E

Screen 2-C

V1

V2

V3

P 

S 

PF

V 

A 

P

V1

A1

P1

 

 Display examples 

The following are examples of displays with three-phase 4-wire configuration. 
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6-3 Customizing the display 

 

The displayed parameters in the upper/middle/lower rows of Screen 1 and 2 

can be customized. Screen 3 cannot be customized. 

 

 Example 

 

Displayed at:  Before customizing (*)  After customizing 

Upper V : Voltage  P : Active power 

Middle A : Current  PF : Power factor 

Lower P : Active power  A : Current 

Screen 1 

  

 

 

 

 

 

Example 

 

 

Screen 2 

   

Upper P : Active power  Q : Reactive power 

Middle S : Apparent power  S : Apparent power 

Lower PF : Power factor  V : Voltage 

 

* It is the start up screen or the previously customized screen that is displayed  

 here. After system reset the start up screen is displayed. In the above  

 example, start-up screen is displayed. 
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 Customizing 

* Press the ENTER key either on Screen 1 or 2, to enter into custom display 

 mode. Parameter displayed in upper row {eg. initial value: Screen1/  

 V(Voltage), Screen 2/P(Active power) } will flicker. 

* Select the row to be customized using the UP or DOWN cursor key and  

 the parameter to be selected with LEFT or RIGHT cursor key. 

* When customizing other rows, select the row and parameters in same way. 

* Select any parameter you want to display it at each row, and press the  

 ENTER key. 

 Selecting row

Screen 1 

 

 

 

 

 

 

 

 

 

 

Screen 2 

 

 

 

 

 

 

 

 

 

 Selecting parameters 

 

 

 

 

 

 

 

V A P PF

SQf

(In)

Screen 1 Upper

Screen 1 Middle

Screen 1 Lower

Screen 2 Middle

Screen 2 Lower

Screen 2 Upper
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NOTE 

* “f” can be customized only at the upper row, and “In” can be displayed only at  

 the middle row. (when wiring configuration is three-phase 4-wire) 

* On pressing the ENTER key whilst on Screen 3, the instrument will display  

 Screen 1-A custom mode. 

* Customizing cannot be done during an integration/ demand measurement  

 whilst a survey is underway. This applies also for integration/demand stand by 

 mode. 

* After system reset, start-up screen appears. 

* Pressing the ESC key during custom display mode restores the original  

 displayed parameters. 
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6-4 Saving data (instantaneous values)   

 

Pressing the SAVE key on  W  range during a measurement saves all the  

measured parameters at the instant of saving. This is a manual single step  

operation. 

Data can be saved to either below two locations: 

* CF card : Max. 20 files can be saved. 

* Internal memory : Only 1 file can be saved. 

 

Data is saved to a CF card automatically when a CF card has been inserted  

before turning on the instrument. If a CF card has not been inserted, data is  

automatically saved to internal memory. 

 

6-4-1 Saving Procedure 

* Press the SAVE key whilst on the  W  range . 

 A File is opened. 

* The File number screen appears and the instantaneous measured data is  

 saved. (A file number is assigned automatically.) 

* On the measurement screen, it can be seen that a file is open. 

 

<CF card> 

lights up 

<Internal memory> 

          lights up 

File number 

screen

Measurement 

screen

 

File No. 
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* Subsequent measured data can be saved by pressing the SAVE key with a  

 file already opened. (      is displayed for about 1 sec. to confirm that the  

 data has been saved.) 
 

<CF Card> <Internal memory>

Measurement  

screen

 

 

* Closing a file. On completion of the data gathering, the file has to be closed. 

 Set the Function switch to any range other than “OFF” and  W .(eg.  Wh ) 

 The following screen then appears for 1 second, followed by the screen of  

 the chosen function (eg.  Wh  screen). 

 (in case of CF card is being used, it takes a few seconds.) 

<CF card> <Internal memory>

 

Each time the SAVE key is pressed; the measured data is saved in the same  

file. To save the data into an other file (only when CF card is used), press the  

SAVEkey again on  W  range. Then repeat the saving procedure. 

 

NOTE 

* When the Function switch is set to OFF position before closing a file, the file  

 remains open and is not saved. Be sure to set it to any position other than  

 OFF and  W , thus closing the file. 

* If the SAVE key is pressed continuously (2 times or more in 1sec.), the  

 measured data may not be saved correctly. 

* The file number becomes “001” when; 

 (1) the file number has exceeded 999 

 (2) after system reset 

* Data can also be saved to the internal memory even though a card has been  

 inserted. Refer to “Setting 19” of Section 4 in this manual. 
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6-4-2 Limitations of saving 

Data cannot be saved by pressing the SAVE key during a measurement when: 

 

<CF card> 

* when number of files opened has exceeded 20. 

* when the CF card memory capacity has been exceeded 

      appears and further data cannot be saved. To save further data,  

previously saved files should be deleted via PC or by deleting all the data in  

the CF card by using “Setting 21”.(refer to section 4 of this manual) 

 
 

 

<Internal memory> 

* when a previously saved file already exist. 

  (      appears to indicate there is a file in the internal memory.) 

* when the capacity of internal memory has been exceeded. 
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Any of

 

Pressing the SAVE key displays a screen prompting the user to delete the file  

already saved in the internal memory. 

To delete the file; 

* The message "dAtA not .dEL” (not deleted) is displayed on the screen.  

 Press the Cursor key and select "dAtA.dEL” (deleted).  

* Then press the ENTER key. 

 

 

 

 

 

 

 

 

NOTE 

* For further details about the capacities of CF card and internal memory,  

 refer to “Section 9: CF card/ Internal memory” in this manual. 

 

 

6-4-3 Parameters recorded 

 Parameters Saved (depending on each wiring configuration) 

 Following parameters are saved. 

 

Measurement/ calculation parameter 

Voltage (RMS) Vi : Voltage per phase 

Current (RMS) Ai : Current per phase 

Active power P : Total active power Pi  : Active power per phase 

Reactive power Q : Total reactive power Qi : Reactive power per phase 

Apparent power S : Total apparent power Si  : Apparent power per phase 

Power factor PF : Power factor of whole system PFi: Power factor per phase 

Frequency f : Frequency of V1 

Neutral current In : Neutral Current  

* i = 1, 2, 3 
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 File format and name 

Data is saved in CSV format, and the file name is assigned automatically as  

follows: 

File name: 1 F I L E 0 0 1 . C S V 
 

1: Instantaneous value File number (001 ~ 999) 

measurement FILE : CF card  

2: Integration measurement DATA : Internal memory 

3: Demand measurement 

 

 Example  

 After downloading the file (CF card or internal memory), if the file is opened  

 with a spreadsheet application software( using CSV format, eg Microsoft  

 Excel), the spreadsheet will be as follows: 

 

Wiring: 3P4W  Wiring “Setting 01” 

Volt Range: 300V  Voltage range “Setting 02” 

Current Range: 200A  Current range “Setting 03” 

Sensor Type: 500A  Clamp sensor “Setting 04” 

VT ratio: 1  VT ratio “Setting 05” 

CT ratio: 1  CT ratio “Setting 06” 
 

DATE TIME V1 V2 V3 A1 A2 A3 P P1 P2 P3 

2004/3/21 15:50:35           

2004/3/21 16:51:21           

            

 

 

PF PF1 PF2 PF3 S S1 S2 S3 Q Q1 Q2 Q3 f In 

              

              

              

 

*1: this is the data saved when SAVE key is pressed for the first time. 

 (i.e. when a file is opened). 

*2: this is the second data point saved when the SAVE key is pressed again whilst  

 the file is still open. 

*n: these are subsequent data points saved whenever the SAVE key is pressed  

 whilst the file is still open.  

Data will be displayed in exponential format. (e.g. when V1 is 100.1V, “1.001E+2”). 

* 1

* 2

* n
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6-5 Ranges and Over-range indication 

 

6-5-1 Ranges 

The settings determine the range for each measurement parameter, namely: 

 

Voltage range (“Setting 02”), Current range (“Setting03”), VT ratio (“Setting  

05”) and CT ratio (“Setting 06”).  (Fixed range) 

 

 Voltage V: V(average of each phase), V1/V2/V3 (each phase), max 4 digits  

150/300/600V range 

Voltage range x VT ratio x 120% Digit & Decimal point position 

180 ~ 999.9 V  999.9 V 

1k ~ 9.999 kV  9.999 kV 

10k ~ 99.99 kV  99.99 kV 

100k ~ 999.9 kV  999.9 kV 

1M ~ 7.2 MV  7.200 MV 

When the value of (Voltage range x VT ratio x 120%) exceeds 9999, the 

decimal point moves one place to the right. 

 

 Current A: A(average of each phase), A1/A2/A3 (each phase), max 4 digits 
50A Clamp sensor : 5 / 10 / 20 / 50A range 

100AClamp sensor : 10 / 20 / 50 / 100A range 

200AClamp sensor : 20 / 50 / 100 / 200A range 

500AClamp sensor : 50 / 100 / 200 / 500A range 

1000AClamp sensor : 100 / 200 / 500 / 1000A range 

3000AClamp sensor : 1000 / 3000A range  
 

Current range x CT ratio x 120% Digit & Decimal point position 

6 ~ 9.999 A  9.999 A 

10 ~ 99.99 A  99.99 A 

100 ~ 999.9 A  999.9 A 

1k ~ 9.999 kA  9.999 kA 

10k ~ 99.99 kA  99.99 kA 

100k ~ 999.9 kA  999.9 kA 

1M ~ 9.999 MA  9.999 MA 

12 MA  12.00 MA 

When the value of (Current range x CT ratio x 120%) exceeds 9999, the  

decimal point moves one place to the right. 
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 Active power P/ Reactive power Q/ Apparent power S 

: P1/P2/P3, Q1/Q2/Q3, S1/S2/S3 , max 4 digits 

: P, Q, S (total), max 5 digits 

Power (*) x VT ratio x CT ratio x 120% Digit & Decimal point position 

900 ~ 999.9 W/Var/VA  999.9 W/Var/VA 

1k ~ 9.999k  W/Var/VA  9.999 k W/Var/VA 

10k ~ 99.99k  W/Var/VA  99.99 k W/Var/VA 

100k ~ 999.9k  W/Var/VA  999.9 k W/Var/VA 

1M ~ 9.999M  W/Var/VA  9.999 M W/Var/VA 

10M ~ 99.99M  W/Var/VA  99.99 M W/Var/VA 

100M ~ 999.9M  W/Var/VA  999.9 M W/Var/VA 

1G ~ 9.999G  W/Var/VA  9.999 G W/Var/VA 

10G ~ 99.99G  W/Var/VA  99.99 G W/Var/VA 

100G ~ 999.9G  W/Var/VA  999.9 G W/Var/VA 

1000G ~ 9999 G W/Var/VA  9999 G W/Var/VA 

* The table shows values of power corresponding to each voltage and current  

 range. 

Current range Voltage

range 5.000A 10.00A 20.00A 50.00A 100.0A 200.0A 500.0A 1000A 

150.0V 750.0 1.500k 3.000k 7.500k 15.00k 30.00k 75.00k 150.0k 

300.0V 1.500k 3.000k 6.000k 15.00k 30.00k 60.00k 150.0k 300.0k 

600.0V 3.000k 6.000k 12.00k 30.00k 60.00k 120.0k 300.0k 600.0k 

The above listed power values apply to single-phase 2-wire(1ch).The power  

for a single-phase 2-wire(2ch)/single-phase 3-wire/ three-phase 3-wire system  

will be twice that of the above values. Total power of the individual phases of a  

single-phase 2-wire(3ch)/ three-phase 4-wire system will be three times that of  

the above values. 

 Power factor PF: PF (whole system), PF1/PF2/PF3 (each phase), 4 digits 

Display range 

-1.000 ~ 1.000 PF 

 Frequency f: 3 digits 

Display range 

40.0 ~ 70.0 Hz 

 Neutral current In (A) (only for three-phase 4-wire system): max 5 digits 

Decimal point and the unit are same as for Current. 
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6-5-2 Over-range indication/ Bar indication 

 

WARNING 

 When the over-range indication appears on the maximum chosen range, this  

 means that the input exceeds the maximum allowable input for the instrument. 

 Never apply such an input to the instrument. 

 When a measured value exceeds the maximum allowable input, the use of  

 VT/CT’s is recommended. Refer to “5-3 VT/ CT” and follow the instruction  

 manual. 

 

CAUTION 

 When over-range indication appears on the screen, calculations are still  

 performed. However their accuracy may not be guaranteed. 

 

 Over-range indication 

The Over-range indication appears when the parameters (Voltage V,  

Current A, Active power P, Reactive power Q, Apparent power S) exceed  

the following condition. 

 

* Voltage V (V): >Voltage range selected x VT ratio x 120% 

(e.g.: when voltage range is 300V and VT ratio is 1: 360.0V) 

* Current A (A): > Current range x CT ratio x 120% 

(e.g.: when current range selected is 200A and CT ratio is 2: 

480.0A) 

* Active power P (W)/ Reactive power Q (Var)/ Apparent power S (VA) 

 : > Power x VT ratio x CT ratio x 120% 

(e.g.: when power is 60kW, VT ratio is 1 and CT ratio is 2: 144.0kW) 

 

<     indication > 

When any of the above conditions are met, “    ” is displayed. 

 

<      mark> 

When “    ” appears for over-range indication for any of V1, V2 and V3, 

this is displayed on the LCD. In this case, the      mark appears on all  

measurement screens on the  W  position. 
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<      mark> 

When “    ” appears for over-range indication for any of A1, A2 and A3,  

this is displayed on the LCD. In this case,      mark appears on all  

measurement screens on the  W  position. 

 

Over-range indication Over-range indication 

for voltage value for current value 

 

   

 

 

 

 

 

 

 

 Bar indication 

The calculations and measurements performed by this instrument are based  

on the voltage and frequency of V1. If the value of V1 is less than 5% of the  

chosen range or if the frequency is not within 40 ~ 70Hz, all the parameters  

(except for current ) cannot be computed and thus displayed. In such a case,  

the numerical digits will be replaced by a bar indication (“- - - -”) as shown: 

 

 

 

 

 

 

 

 

 

 

NOTE: 

*     or      mark is displayed every measurement screen while a  

 measurement is performed on  Wh  or DEMAND range. 

indication

markmark




